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ABSTRACT. Acousto-ultrasonic (AU) interrogation is a single-sided nondestructive evaluation 
technique employing separated sending and receiving transducers. It is used for assessing the 
microstructural condition/distributed damage state of the material between the transducers. AU is 
complementary to more traditional NDE methods such as ultrasonic c-scan, x-ray radiography, and 
thermographic inspection that tend to be used primarily for discrete flaw detection. Through its history, 
AU has been used to inspect polymer matrix composite, metal matrix composite, ceramic matrix 
composite, and even monolithic metallic materials. The development of a high-performance automated 
AU scan system for characterizing within-sample microstructural and property homogeneity is currently 
in a prototype stage at NASA. In this paper, a review of essential AU technology is given. Additionally, 
the basic hardware and software configuration, and preliminary results with the system, are described. 


BACKGROUND 

What is Acousto-Ultrasonics? 


Acousto-ultrasonic (AU) interrogation is a single-sided nondestructive evaluation 
technique employing separated sending and receiving transducers. It is used for assessing 
the microstructural condition/distributed damage state of the material between the 
transducers, (figure 1). 
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FIGURE 1 . Schematic of Acousto-ultrasonic experimental setup. S = distance between sending and 
receiving transducers. 
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AU as a field of ultrasonic plate wave empirical study originated in the 1970s at NASA 
Glenn Research Center [1-3] and is most commonly applied with transducers placed in 
contact with the sample under test. However, the use of lasers for ultrasonic generation, 
and laser interferometry detection or air-coupled ultrasonic transducers for receiving the 
lamb waves (in this case leaky) has also been successfully employed [4,5]. The key factor 
in AU is that the relationship between the ultrasonic wavelength (X) and material thickness 
(h) likely results in a diffuse field of multiple plate wave modes. The regime where higher- 
order plate wave modes are generated is: 


X/h < 2 (1) 

and X can be approximately determined from: 

X=V/f (2) 

where f = center frequency of employed sending transducer and V = the longitudinal 
velocity in the propagation direction and is usually estimated from pulse-echo velocity 
measurements, resonance velocity measurements, or published values. AU analysis is 
based upon the premise of internal absorption and scattering mechanisms being primarily 
responsible for ultrasonic attenuation with minimal damping due to air, fixturing, and 
specimen edges. Under these conditions, the morphology of the waveform at the receiving 
transducer is that of a short duration rise (dominated by early plate wave modes Li i [first 
symmetric {longitudinal} mode] and Li 2 [first anti- symmetric {shear} mode]) followed by 
an exponentially-decaying portion. A “model” waveform is shown in figure 2. Described 
in terms of energy density (lcp(f,t)|2) (rather than amplitude cp(f,t)), the exponential 
decaying portion of the waveform can be described by [2] : 

lcp(f,t)|2 = K(f)*Exp(-(3(f)t) (3) 

where (3(f) is the frequency-dependent ultrasonic decay rate which describes wave decay 
over time, and K(f) is the initial energy. [3(f) is analogous to the frequency-dependent 
attenuation coefficient a(f) which describes wave decay over distance. Since there is no 
precise wave path length that is easily defined, the current methods for calculation of [3(f) 
requires first dividing the time domain wave into time partitions, obtaining power spectral 
density (PSD) of each partitioned portion of the time domain waveform, calculating the 
area under each PSD curve to obtain energy density (zeroth moment) [6], plotting the 
energy density values versus the midpoint of each time partition, and obtaining the best 
exponential fit of this curve to obtain K(f) and (3(f). Calculation methods for (3(f) are 
described in more detail by Kautz [7]. Several other time- and frequency-domain 
parameters are calculated from the AU signal and have proven useful in assessing 
structural state changes in test samples. These include the zeroth moment and centroid 
(center frequency) of the overall PSD, and centroid mean time which essentially provides a 
measure of time duration of the waveform [7], The latter two properties and (3(f) are ratio- 
and rate-based properties, respectively, with such normalization helping to minimize the 
effects of boundary condition changes during investigations using AU. Many other 
parameters of the time- and frequency-domain waveforms are being investigated in terms 
of their effectiveness for differentiation of material state. 
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FIGURE 2. Typical morphology of waveform at receiving transducer with dashed line illustrating 
exponential decay. Voltage (Y-axis) versus time (X-axis). 


Why Acousto-Ultrasonics for NDE Inspection? 

Mechanical and environmental loads applied to composite materials can cause 
distributed damage (as well as discrete defects) that plays a significant role in degradation 
of physical properties. Such damage includes fiber/matrix debonding (interface failure), 
matrix microcracking, and fiber fracture and buckling. Investigations at NASA Glenn 
Research Center have shown that traditional NDE scan inspection methods such as 
ultrasonic c-scan, x-ray imaging, and thermographic imaging tend to be more suited to 
discrete defect detection rather than the characterization of accumulated distributed 
microdamage in composites. Since AU is focused on assessing the distributed 
microdamage state of the material in between the sending and receiving transducers, it has 
proven quite suitable for the assessment of relative composite material state. Indeed, 
throughout its history, AU has been successfully used to inspect polymer matrix composite, 
metal matrix composite, ceramic matrix composite materials, and even metallic monolithic 
materials [1-3,8-12], One major success story at NASA Glenn Research Center with AU 
measurements has been the correlation between (3(f) and mechanical modulus (stiffness) in 
Silicon Carbide/Silicon Carbide (SiC/SiC) ceramic matrix composite samples seen during 
fatigue experiments (figure 3). As shown in figure 3, (3(f) increased as modulus decreased 
for the ceramic matrix composite tensile fatigue samples. The likely microstructural reason 
for the decrease in modulus (and increase in (3(f)) is matrix microcracking commonly 
occurring during fatigue testing of these materials [13]. (3(f) has shown capability to track 
the pattern of transverse cracking and fiber breakage in these composites [14]. 

In summarizing AU advantages: 

• AU measurements can be performed directionally allowing correlations to be 
made between AU parameters and directionally-dependent material 
properties. 

• AU measurements appear to be particularly sensitive to stiffness/modulus 
changes and changes in microstructure such as distributed microcrack 
formation and porosity variation. 

• AU has been successfully implemented with contact transducers for sending 
and receiving, as well as laser generation in combination with air-coupling 
ultrasonic reception. Laser detection of lamb waves also has been shown [5], 

• AU is more versatile in characterizing modulus changes than is the resonant 
frequency method [15] since the resonant frequency methods require nodal 
excitation and generation and are thus not applicable for scanning. 
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Stress-Strain Curves for SiC/SiC 0/90 Specimen 
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FIGURE 3. (a) The stress-strain curves show the decrease in modulus (slope) with increase in strain upon 
application of the first cycle (note the curvature); subsequent fatigue cycle loading shows similar modulus to 
that after 1 cycle (note parallelness of slopes of different stress-strain curves), (b) AU wavetrains before and 
after 1 fatigue cycle loading show dramatic change correlating with modulus decrease, (c) Decay rate P(f) 
derived from waveforms in (b) shows large increase after 1 fatigue cycle loading, and only moderate increase 
upon subsequent loading, in agreement with load curves in (a). 


Challenges In Implementing an AU Scan System 

Several issues can be identified as critical challenges for implementing an 
automated, contact pressure-controlled AU scan system that can make measurements over 
a regular grid of points. Measurement at each scan point must have as close as possible to 
identical boundary conditions (even with the use of rate or ratio-based computed 
parameters) including constancy of contact pressure for transducer-sample interaction, 
uniformity of underlying or surrounding support structure (since the support structure can 
potentially absorb and/or reflect ultrasonic energy), uniform surface condition of sample, 
and enough distance from edges to avoid reflections. Secondly, figure 2 shows an AU 
waveform that illustrates fairly model exponential behavior. In reality, complex wave 
propagation, and specimen design that does not yield a true diffuse field of higher-order 
plate wave modes, can lead to complex wave patterns that may be difficult to fit to an 
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exponential. Computational parameters such as centroid mean time and frequency 
distribution skewness that do not rely on model exponential decay behavior can be useful 
given non-model exponential waveform behavior. Thirdly, some AU signal processing has 
traditionally required iterative operator-dependent input regarding the portion and length of 
AU waveform to analyze and how to time segment the waveform for the calculation of (3(f) 
[7]. These decisions must be automated for scanning since it is obviously not practical (nor 
valid) to make such decisions on a point-by-point basis. 


DESCRIPTION OF PROTOTYPE AU SCANNER 

The AU scan system has been under development in-house at NASA Glenn 
Research Center for the past year. It is planned to have both automated scan and 
interactive point measurement capabilities within one system. It was desired to have all 
functions automated with software interfaces replacing hardware instruments where 
possible. The scan capability is close to completion with regards to the basic operations of 
motion control, load control, data acquisition, on-line pre- and post-signal processing, and 
waveform data/image recording and saving. The system has the following specifications: 

• >1 GHz Pentium 4 PC-based system with Windows 2000 operating system. 

• Software for driving the data and control system developed using LabVEEW 6.1 
software language. Employment of state machine software coding architecture and 
nested tab control front panel architecture [16]. 

• Contact measurements made using immersion ultrasonic sending and receiving 
transducers having 2 mm x 2 mm RTY sealant pads affixed to the transducer face. 

• 14-bit, 5-100 MHz A/D converter PCI board residing within PC for ultrasonic 
data acquisition. 

• 35 MHz Ultrasonic pulser-receiver board residing within PC (under development 
for compatibility with Windows 2000 so external pulser-receiver presently is being 
used). 

• PC interfaced to external X-Y motion control hardware (via serial port). For Z 
motion, employment of a pneumatically controlled actuator (with load cell) 
activated via computer parallel port. X-Y stages with 12.5 |im resolution. 

• Timer/counter PCI board residing within PC to measure motion stage positions. 

• 8-bit 200 kHz A/D converter PCI board residing within PC for load measurement. 

Basic capabilities include: 

• Tab control software interface with major functions of the scanner such as setup, 
data acquisition, and data display on each tab; and subfunctions of the major 
functions on nested tabs within the main tab (figure 4). 

• Real-time time domain waveform and frequency domain power spectral density 
oscilloscope displays on major tabs. 

• Digital signal pre- and post-processing including filtering, windowing, time- 
segmenting, and running waveform averaging. 

• On-line (during scan) image calculation. 
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• Post-scan image analysis and processing. 

• Modes that allow waveform acquisition simulation and scan simulation to allow 
non-instrument-based programming to proceed off-line. 
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FIGURE 4. Nested Tab Control Software Interface. Tab selected is A/D tab nested within Ultrasonic tab 
which is nested within Setup tab. Live time -based and frequency domain displays are located on major tabs. 

A different approach to a robotic AU scan system has been implemented by Workman, 
etal. [17]. 


PRELIMINARY RESULTS 

Figure 5 shows a thermographic image of a portion of a 2 mm thick SiC/SiC composite 
panel. A pattern of material density variation as shown by the grid of dark spots is shown 
and due to the manufacturing process. An AU scan of the same area was performed using a 
126 by 51 grid of measurements with 1 mm scan increment. 2.25 MHz center frequency 
transducers were used for both sending and receiving. Center-to-center distance between 
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sending and receiving transducers was 25 mm (and thus this was the length of material 
interrogated at each scan location). With ultrasonic velocity estimated at ~ 0.8 cm/psec, A./h 
~ 1.8 < 2 which indicates that the experimental conditions yielded the regime where 
higher-order plate wave modes should be generated. Figure 6 shows the AU centroid mean 
time image calculated from the raw scan data. A pattern of variation indicated by dark 
areas (short centroid mean times) is indicated that correlates with that seen in the 
thermographic image (figure 5). Although the regular pattern of density variation is more 
clearly indicated in the thermographic image, the AU centroid mean time image shows the 
capability of AU for indicating global microstructural differences. 



FIGURE 5. Thermographic Image of approximately the same portion of panel shown in figure 5. 



FIGURE 6. Centroid mean time (psec) image calculated from the 125 mm x 50 mm AU scan of a SiC/SiC 
composite panel. Scan Increment was 1 mm. 


CONCLUSIONS AND FUTURE WORK 

This article addressed the acousto-ultrasonic (AU) inspection method and the prototype 
design of an AU scan system. Preliminary results obtained on a ceramic matrix composite 
sample are shown and reveal density variation similar to that seen in the thermographic 
image. Work to be completed includes further automation of signal processing parameters 
that have traditionally been operator-dependent in AU, the testing of time-frequency based 
signal processing methods to extract further information from the AU waveforms, 
implementation of the interactive point measurement mode, verification of the 
repeatability/precision of scans, basic studies involving testing composites of well- 
characterized microstructures to gauge sensitivity and resolution of the scan method and 
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the various calculated parameters, and application to characterization of damage state in 
composites during research studies of mechanical and environmental property durability. 
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